Geomagnetic observatories use classical theodolites equipped with single axis flux-gate magnetometers known as declination inclination magnetometers (DIM) to determine absolute values of declination and inclination angles. This instrument and the measurement method is very reliable but needs a lot of handwork and experience. The authors developed and built a non-magnetic theodolite which gives all measurement data in digital form. Use of this instrument significantly decreases possibility of observation errors and minimizes handwork. The new instrument is presented in this paper together with first 5 measurement results in comparison to the classical DIM.
. Declination/Inclination Digital Station 1 (DS-1) with a single axis magnetometer, the central processor and the display unit.
The most important part is the modified Zeiss THEO 020 theodolite mechanics, with built-in digital encoders and a FluxSet magnetometer mounted on its telescope. All steel and all inner optical parts of the original theodolite are removed and original 5 graduated circles are replaced with the new glass circles of the digital angle encoder. The vertical encoder chip is fixed on the pendulum of the theodolite to eliminate reading differences caused by small levelling errors. The magnetic sensor was placed on the top of the telescope. The magnetometer has a resolution of 0.1 nT and the dynamic range of operation is +/-3000 nT.
All the electronics of the angle encoders and magnetometer are built in to the electronics housing and fixed on the bottom of the telescope of the instrument. It also contains the battery with a charge controller and a radio unit to provide cable-less 10 connection to the central processor and to the remote controller. Owing to this design the small ( < 1 nT ) magnetic effect of the printed circuit board in the electronic box is cancelled by measurements taken in four positions, because it rotates with the telescope.
2 Geosci. Instrum. Method. Data Syst. Discuss., doi:10.5194/gi-2017 -14, 2017 Manuscript under review for journal Geosci. Instrum. Method. Data Syst. Discussion started: 6 March 2017 c Author(s) 2017. CC-BY 3.0 License. Figure 2 . The measurement tab of the GUI web-page. On the left side there are connection and battery life informations. On the right side there are date, time, GPS and temperature data. In the middle of the tab is shown the current magnetic sensor reading with its corresponding horizontal and vertical angle values. In top-middle the predefined measurement sequence can be seen, which begins with the first Azimuth reading with telescope up position (UMF) and emphasis on the ongoing position.
The central processor unit is responsible for the WiFi network deployment, data storage, radio communication between the hardware components, and provides a web-server having a GUI web-page. The central processor unit receives measured magnetic and angle values and measurement commands sent by the observer via remote controller. It has a built-in GPS receiver to supply time stamp for measurement data and geographical coordinates which can be useful for field use. It has a connection possibility for absolute scalar magnetometer if these data are not available from another external source. The unit has its own 5 battery ensuring operation for about six hours. It has some steel parts therefore it must be placed a few meters away from the absolute pillar. The central processor unit electronics does not have built-in display only LEDs indicating regular operation and charging process. The display function is performed by a WiFi capable tablet. A large screen tablet is included in the package of DS-1 equipment. However the user can use his any WiFi capable device web browser functionality. After DS-1 installation the operator can follow the absolute magnetic measurement watching the GUI web-page on the tablet and saving 10 the measurements via the remote controller.
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Measurement experience and results
The measurement procedure with DS-1 is the same as with DIM. On the display screen in addition to magnetometer output, horizontal (H) and vertical (V) angle values with some other information is shown on the web-service display. There is also a reminder of the following sensor and telescope position in the measurement protocol ( Figure 2) . Pushing a knob on the remote controller the actual data is stored in the memory of DS-1. 5 In order to judge quality of absolute values provided by DS-1 equipment a one day long instrument comparison test was carried out at Nagycenk Observatory (NCK)on 19 December 2016. The reference instrument was NCK's main absolute instrument. The measurements were taken alternately by two operators. During the observations the geomagnetic activity was quiet. The difference of maximum and minimum value was within 21nT at X and Y horizontal components. (Clarke et al., 2013) The observers followed the duplicate, symmetrical scheme (MDIIDM, M stands for the Azimuth (mira), D is the declination angle, I is the inclination angle) to produce a set of readings with the reference instrument, in order to easily identify any error as this is the usual measurement routine at NCK. Typical operators require about 20-25 minutes to complete one measurement series. On the 2016 IAGA Observatory Workshop in 5 Dourbes the simplified scheme (MDIM) was used. The use of different schemas was complicated analysis, but it did not affect the outcome of the results as the NCK main instrument's absolute data could be converted into (MDIM) format.
During the comparison test on 19 December 2016 we completed 15 series with the DS-1 and 3 series with the reference instrument using the simplified and the duplicate scheme, respectively. Absolute measurements with the reference instrument were at the middle and the end of the day. Results are shown on Figure 3A and 3B, respectively. For comparison D, I angles 10 are also calculated from the one-minute average of variometer data of NCK, THY and WIC observatories. (Zhang et al., 2016) It is clearly seen that the absolute D, I angles follow the calculated one-minute variometer data during the day.
On Figure 3C and 3D we show the difference of measured D, I angles and average D, I values computed from variometer data of NCK, THY and WIC observatories for the period of measurements. Statistical results are shown on Table 1 . The standard deviation of the differences is below 1.5 nT for every components. We calculated ∆X, ∆Y, ∆Z, ∆F corrections which have to be added to X, Y, Z and F baseline components, according to 5.1 section of (Jankowski and Sucksdorff, 1996, p. 86) to serve as a secondary quality check. For these calculations we used the total field readings of the continuously operating proton precession scalar magnetometer of the NCK observatory.
The corresponding plots of the corrections shown on the Figure 3E -H. Statistical properties are summarized in Table 2 . All corrections show low standard deviation . They are inside within +/-2.5 nT interval, which suggests that it could be a good 5 source to baseline fitting. Furthermore, these standard deviations demonstrate that the DS-1 is suitable to supply high quality data for IMOs.
Certainly one days data is not enough for an accurate baseline determination, but it is a good sign that the data exhibits low scatter characteristics. Our next mission is to perform at least a week a long observation with DS-1 equipment to see data Use of DS-1 equipment is very comfortable especially at polar or equatorial regions, where a classical instrument must use a 90°eyepiece to read the vertical circle. Another benefit of the DS-1 equipment is that most if not all transcription errors are eliminated. This is especially useful in the field or when the operator uses the "residual" method.
The DS-1 equipment can be employed for the repeat station surveys. A local scalar magnetometer can be connected to the 20 serial port of the central processor unit giving the possibility to produce absolute elements of the geomagnetic field vector.
Future Work
We are planning to carry out a one year experiment in cooperation with NCK observatory's stuff to compare DS-1 equipment to the NCK observatory's main instrument in production of annual baseline.
Due to the convenient design and simple data acquisition with DS-1 it opens the possibility to testing and evaluating new 25 and more sophisticated absolute measurement routines beyond the "null" or the "residual" method. This equipment enables the observer to obtain much more data in a shorty time. A new method is currently under development such at the Niemegk observatory (Brunke and Matzka, 2016) , (Brunke and Matzka, 2017) which can be tested easily with DS-1. 
